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Abstract 

Background: Quantitative electroencephalogram (QEEG) is a tool that uses a computer to analyze brain activity 
monitored by electroencephalogram (EEG) according to measurements such as frequency, amplitude, and slope. The 
purpose of this study was to understand the current situation of QEEG utilization in China and further compare the 
situations among different regions and different levels of hospitals.

Methods: An online questionnaire comprising 14 questions was designed. Statistical description and analysis were 
made for the results of the questionnaire survey.

Results: A total of 158 people from 134 medical institutions participated in the survey. The participants came from 21 
provinces, accounting for 61.76% (21/34) of the 34 provincial administrative regions in China. The Eastern China region 
accounted for 66.42% (89/134) of all the medical institutions that participated in this survey. Among the institutions 
surveyed, QEEG was routinely used in only 23.88% (32/134) of them. Among the medical institutions in which QEEG 
was routinely used, 87.50% (28/32) of them were 3A-grade hospitals. Among the institutions with routine use of 
QEEG, 56.25% (18/32) were affiliated hospitals of medical schools. There was a significant difference in the utilization 
of QEEG between the 3A-grade and non-3A-grade hospitals (P = 0.040) and between the hospitals affiliated to medi-
cal schools and those non-affiliated to medical schools (P = 0.020).

Conclusions: The utilization of QEEG is still limited in China. There are differences in the use of QEEG among different 
hospitals and regions.

Keywords: Quantitative electroencephalogram, Continuous electroencephalogram, Questionnaire online, Seizure 
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Background
Quantitative electroencephalogram (QEEG) is a tool that 
compresses long-term EEG and presents it as a trend, 
which can be used to assist in the analysis of a large 
amount of raw EEG data. Commonly used technical 
methods of QEEG include frequency-domain analysis, 
time-domain analysis, trend characteristics, topographic 

map drawing, etc. [1]. Since the introduction and utiliza-
tion of QEEG in the 1980s, the technology of QEEG has 
been developed in China [2].

Clinically, seizures and EEG paroxysmal abnormali-
ties are mostly random in epilepsy and other paroxysmal 
diseases, so it is not easy to capture abnormal signals in 
a standard EEG recording. Long-term EEG can monitor 
the EEG activity in real-time, record EEG signal changes 
in detail, and help in the diagnosis and differential diag-
nosis of epilepsy and other diseases. While long-term 
EEG is extensively used in China, it faces problems of 
a shortage of professionals, heavy workload, and low 
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efficiency, making it hard to meet the growing clinical 
needs [3]. If EEG reading is too fast, some information 
would be missing; but if reading is too slow, it would be 
time-consuming and labor-intensive. The utilization of 
QEEG can reduce the technical workload and improve 
the EEG reading efficiency [4].

QEEG can analyze primary EEG data, and compress 
and integrate the data according to different measures 
such as frequency, amplitude, and slope, thereby improv-
ing the effectiveness and accuracy in detecting abnormal 
information. The huge burden of data analysis can be 
shared by the utilization of QEEG [5]. However, QEEG 
also has shortcomings. The most common problem is 
that it cannot effectively distinguish abnormal discharges 
from artifacts, such as the high false-alarm rate caused 
by motion artifacts [6]. Also, QEEG is not sensitive to 
transient and slowly evolving seizures, which leads to 
misdiagnosis, resulting in a high false-positive rate and 
false-negative rate [5]. Although the validity and reliabil-
ity of QEEG are currently controversial [5], there are still 
many studies showing that QEEG is valuable for assessing 
traumatic brain injury, learning disabilities, attention def-
icit disorder, alcoholism, depression, etc. [7]. In particu-
lar, QEEG is widely used in epileptic seizure monitoring 
and intensive care unit (ICU) long-term EEG monitoring 
[5].

In 2016, a national survey on the daily utilization of 
QEEG in Canada showed that at least 70% of the Cana-
dian population had access to QEEG services through 
academic medical institutions for adults and children [8]. 
Other researchers investigated the status of clinical uti-
lization of QEEG in critically ill patients in the United 
States. In this survey, 76.29% of neurophysiologists used 
QEEG in clinical practice [5]. These surveys show that 
QEEG has been extensively used in developed countries 
such as Canada and the United States, covering most of 
the population. In China, with the development of the 
economy and medical advances, QEEG has been gradu-
ally promoted since the 1980s. For example, the use of 
EEG in some hospitals has expanded from standard EEG 
to brain electrical activity mapping, dynamic EEG, and 
other technologies [2]. However, the general utilization of 
QEEG in China is not well known.

There is an increased demand for the use of QEEG and 
the broadening of its application field. In this study, we 
set out to determine the current status of QEEG use in 
China.

Methods
In this cross-sectional observational study, the survey 
was designed with reference to the study of The state 
of everyday QEEG use in Canada: A national technolo-
gist survey  [8], under the approval of the authors. The 

questionnaire was modified and designed by an epilep-
tologist from the First Affiliated Hospital of Soochow 
University to comprise 14 items (Table  1), including 
single-choice, multiple-choice, yes/no choice, and open-
ended questions, containing additional information 
such as hospital level, department of the hospital, and 
brain electrical activity mapping. The survey was con-
ducted voluntarily and anonymously and was distributed 
and collected through WeChat in the form of an online 
questionnaire survey. The personal information of the 
surveyed person was not collected, nor was the specific 
information of the investigated organization disclosed. 
Epileptologists, neurologists, EEG technicians, neuro-
surgeons, and ICU physicians engaged in EEG (for adults 
and children) in various regions of China were invited to 
participate in the online questionnaire survey through 
the WeChat platform. This study was approved by the 
Ethics Committee of the First Affiliated Hospital of Soo-
chow University.

Inclusion criteria of participants: medical professionals 
engaged in EEG-related examinations and diagnosis who 
accepted the questionnaire survey; professionals from 
different medical institutions; or professionals from dif-
ferent departments of the same medical institution.

Exclusion criteria: duplicate entries from the same 
department in the same medical institution; or incom-
plete surveys.

In particular, brain electrical activity mapping, which is 
widely used in the mainland of China, is subject to many 
interference factors and has limited clinical application 
value, thus it was not considered as QEEG.

Statistical analysis
All statistical analyses were performed with the SPSS Sta-
tistics 19.0 software. Data were analyzed with Pearson’s 
chi-square test and chi-square test with continuity cor-
rection. A double-sided P value < 0.05 was considered as 
statistically significant.

Results
A total of 158 people completed the survey, of whom 
148 participants from 134 hospitals met the inclusion 
criteria. The 148 participants were from 21 of 34 pro-
vincial administrative regions in China. Most of the 
hospitals involved in the survey were located in Jiangsu 
Province (Fig.  1). Among the medical institutions in 
the survey, only 23.88% (32/134) could provide QEEG 
service (Table  2). According to the Chinese hospital 
hierarchy, hospitals can be rated as three grades, and 
each grade can be divided into three levels, namely A, 
B, and C. Among the 32 institutions with the utiliza-
tion of QEEG, the 3A-grade hospitals accounted for 
87.50% (28/32). There was a significant difference in the 
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Table 1 Survey questions and response options

QEEG: quantitative electroencephalogram

Questions Response options

1. Hospital name Manual input

2. Hospital level The 3A-grade; the 3B-grade; the 2A-grade; the 2B-grade; the 1A-grade

3. Department Neurology; Neurology Intensive Care Unit; Neurology Brain Function Unit; the EEG Unit; Neurosurgery; 
Intensive Care Unit; Others

4. Service crowd Children; Adult; Children and adult

5. Software of EEG Nicolet; Nihon Kohden; Cadwell; Natus; EBNeuro; Harmonie; Philip EGI; Domestic EEGs of China

6. The duration of scalp EEG monitoring About 20–30 min; About 2–3 h; About 12 h; About 24 h; About 1–5 days; or Longer

7. Does your institution use QEEG Yes or No

8. Software of QEEG Nicolet; Nihon Kohden; Natus; EBNeuro; Persyst; Others

9. The way to analyze QEEG Real-time data processing and analysis; Retrospective data processing and analysis

10.Clinical indications for QEEG utilization Quantitative and trend analysis of long-term EEG of epilepsy monitoring unit; Analysis of brain func-
tion in intensive care unit; Scientific research; Automatic seizure detection; Ischemia detection; Others

11.Items of QEEG Spectrogram; Amplitude-integrated EEG; Automatic seizure detection; Automatic detection of spikes; 
Burst suppression ratio; Artifact detection; Rhythmicity spectrogram; Asymmetry index; Frequency 
domain analysis; Compressed spectral array; Fast Fourier transformation spectrogram; Time domain 
analysis; Power by frequency band; Peak envelope; Alpha-delta ratio; Time–frequency domain analy-
sis; Rhythmicity by channel; Others

12. The duration of raw EEG on a page for QEEG About 10–30 min; About 30–60 min; About 1–4 h; About 4–8 h; More than 8 h; Others

13. Does your institution use the brain electrical 
activity mapping

Yes or No

14. The duration of raw EEG on a page for the 
brain electrical activity mapping

About 1–10 s; About 10–60 s; More than 60 s; Others or any choice of time

Fig. 1 Distribution of hospitals covered in this survey in China and Jiangsu Province. The figure on the left shows the distribution of hospitals 
participating in the survey in various regions of China, and hospitals in prefecture-level cities of the Jiangsu Province are shown in the figure on 
the right. The ratio of the hospitals participating in the survey in each region to the total hospitals participating in the survey is shown in the sector 
represented by each region
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utilization of QEEG between the 3A-grade and non-
3A-grade hospitals (P = 0.040). There was also a sig-
nificant difference in the utilization of QEEG between 
hospitals affiliated to medical schools and those not 
affiliated to medical schools (P = 0.020).

According to geography and administrative regions, 
China can be divided into seven regions, namely, North 

China, Northeast China, East China, Central China, 
South China, Southwest China, and Northwest China. 
Twenty-two out of 32 (68.75%) medical institutions that 
used QEEG were located in East China. Most of the sur-
veyed institutions could provide EEG examinations for 
both adults and children (62.69%, 84/134), while 28.36% 
(38/134) and 8.96% (12/134) provide EEG only to adults 
and children, respectively. In 17 of 31 (a participant 
skipped this item, therefore 31 instead of 32) institutions 
(54.84%), QEEG was applied for both real-time and ret-
rospective data analysis. The most-selected application 
purposes (Fig. 2) included “quantitative and trend analy-
sis of long-term EEG of the epilepsy-monitoring unit” 
(90.63%, 29/32), “analysis of brain function in intensive 
care unit” (59.38%, 19/32), and “for scientific research” 
(53.13%, 17/32). The most-selected items of QEEG 
(Fig. 3) included "Spectrogram" (68.75%, 22/32), "Ampli-
tude-Integrated EEG" (53.13%, 17/32) and "Automatic 
seizure detection" (53.13%, 17/32).

The most commonly used softwares for QEEG were 
Nicolet (62.50%, 20/32), Nihon Kohden (34.38%, 11/32), 
EBNeuro (15.63%, 5/32), and Persyst (3.13%, 1/32). The 
durations of scalp EEG monitoring commonly used in 
various institutions were "about 20–30  min" (77.61%, 
104/134), "about 24  h" (70.90%, 95/134), "about 2–3  h" 
(49.25%, 66/134), "about 12  h" (41.79%,  56/134), and 
"about 1–5 days, or longer" (22.39%, 30/134).

Eighty-seven (64.93%, 87/134) hospitals had utiliza-
tion of brain electrical activity mapping. The time of each 

Table 2 Utilization of quantitative electroencephalogram 
(QEEG) in hospitals

There was a significant difference in the utilization of QEEG between the 
3A-grade and non-3A-grade hospitals (P = 0.040) and between the hospitals 
affiliated to medical schools and those non-affiliated to medical schools 
(P = 0.020)

Hospitals (n) Percentages (%)

Hospitals included 134

 3A-grade hospitals 96 71.64 (96/134)

 Non-3A-grade hospitals 38 28.36 (38/134)

 Hospitals affiliated to medical 
schools

52 38.81 (52/134)

 Non-affiliated hospitals 82 61.19 (82/134)

Hospitals with routine use of QEEG 32 23.88 (32/134)

 3A-grade hospitals 28 87.50 (28/32)

 Non-3A-grade hospitals 4 12.50 (4/32)

 Hospitals affiliated to medical 
schools

18 56.25 (18/32)

 Non-affiliated hospitals 14 43.75 (14/32)

QEEG not used 102 76.12 (102/134)

Fig. 2 Clinical indications for QEEG use in the 32 institutions with routine use of QEEG
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brain electrical activity mapping to display the origi-
nal EEG was mostly "about 1–10 s" (43.68%, 38/87) and 
"about 10–60 s" (37.93%, 33/87).

Discussion
In this study, 158 professional and technical personnel 
from 134 medical institutions in 21 provinces in China 
participated in the survey. The results showed that 32 
institutions had routine use of QEEG, accounting for 
only 23.88% of the institutions surveyed. According to 
the total population by region, about 81.79% of the Chi-
nese population can access QEEG services through local 
medical institutions [9]. However, as this survey did not 
cover all regions of China and due to the large population 
of China, currently QEEG cannot be considered as widely 
available in China.

This study was carried out in the way of online survey 
among EEG professionals in some medical institutions. 
Participants were mostly from Departments of Neurol-
ogy (64.19%, 95/148), Electroencephalography (18.92%, 
28/148), and ICU (4.05%,  6/148). No scientific research 
institutions were involved. The medical institutions cov-
ered 4 of the top 10 (40%) profession-comprehensive hos-
pitals [10], and 15 of top 50 (30%)　hospitals [11].

The content of the questionnaire in this survey was 
designed with reference to the surveys carried out in rel-
evant institutions in Canada [8] and the United States 
[5] to investigate the utilization of QEEG in these coun-
tries. Our results show that QEEG was used in 23.88% 

(32/134) of the surveyed institutions. This rate was much 
smaller, though the sample size in the Canadian survey 
was smaller than that in our study [8]. The US survey 
focused on the use of QEEG in ICU [5]. In this survey, 
a large number of participants (158 participants in total) 
were involved, who were mostly from in higher-level gen-
eral hospitals, such as the 3A-grade hospitals (71.64%, 
96/134), and were in various departments. Therefore, our 
result suggests that QEEG is not widely used in China, 
compared to Canada and the United States.

Another finding in this survey was that 54.84% (17/31) 
of institutions apply QEEG to both real-time and retro-
spective data processing and analysis. Real-time data pro-
cessing and analysis are mostly used for ICU monitoring 
or epileptic seizure detection [12]. For example, QEEG 
can be used to monitor many brain-related clinical indi-
cations in critically ill patients, including seizure detec-
tion, burst suppression, and detection of delayed cerebral 
ischemia [13]. The retrospective data processing and anal-
ysis helps to reduce the workload of manual EEG reading 
[14].

The top three application purposes were “quantitative 
and trend analysis of long-term EEG of epilepsy moni-
toring unit”, “analysis of brain function in ICU”, and 
“for scientific research use”. The data proved that many 
medical institutions in China apply QEEG for monitor-
ing seizures. QEEG recognizes epileptic seizures faster 
and shortens the time for analysis. Numerous studies 
have shown that QEEG has been extensively used to 

Fig. 3 Items of QEEG in the 32 institutions with routine use of QEEG
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identify seizure onset, ictal and postictal durations, and 
seizure types [6]. The abnormal changes of EEG during 
the interictal phase can be used for differential diag-
nosis from other non-epileptic seizure diseases [15]. 
Meanwhile, with the wide utilization of long-term EEG, 
the heavy workload of data analysis has promoted the 
utilization of QEEG in epilepsy monitoring units. The 
most involved QEEG items include spectrogram, ampli-
tude-integrated EEG, and automatic seizure detection 
and analysis. The spectrogram can provide accurate 
information on EEG frequency. Spectrogram is usu-
ally a general term for a type of QEEG, which includes 
Asymmetric Index, Fast Fourier Transform Spectro-
gram, and Rhythmicity Spectrogram [6]. The automatic 
analysis of epileptic seizures can effectively reduce the 
time of manual reading and improve the sensitivity of 
seizure detection, especially for generalized seizures 
[6]. Amplitude-integration EEG is the integration of 
amplitude of EEG, which can increase the resolution 
and measurement accuracy of low-amplitude com-
ponents. It is mainly used for the judgment and prog-
nostic evaluation of brain injury [16], brain function 
monitoring for critically ill patients [17], and the con-
tinuous evaluation of brain functions of newborns [18].

The brain electrical activity mapping displays the spa-
tial distribution of power spectrum values at each inde-
pendent electrode on the scalp surface in the form of a 
two-dimensional power spectrum topographic map [19]. 
Brain electrical activity mapping is mostly used for the 
diagnosis of cerebrovascular diseases, epilepsy, brain 
tumors, and other diseases [20]. The advantage of brain 
topography is that it can clearly and intuitively display 
the lesion, with high sensitivity, non-invasiveness, and 
low price. Therefore, it is used clinically in many medical 
institutions in China. However, the brain electrical activ-
ity mapping cannot identify artifacts, and the duration of 
EEG that it can calculate is short. Therefore, brain electri-
cal activity mapping can only be used for auxiliary diag-
nosis, which limits its wide use. Therefore, in this study, it 
was not included in the category of QEEG.

There are several limitations in this study. This was a 
cross-sectional study, the sampling method of this survey 
was indeed insufficient, and there were selection devia-
tions. The number of medical institutions covered in 
this survey was limited, especially in remote and unde-
veloped areas of China. The department distribution of 
the respondents was unreasonable, as most of them were 
from the Department of Neurology.

Conclusions
In summary, the utilization of QEEG is still limited in 
China. There are differences in the status of QEEG use 
among different hospitals and regions. This disparity 

may be due to the following reasons. First, the utiliza-
tion of QEEG requires higher-level hardware facilities 
and related softwares for data analysis and processing. 
However, most of these softwares are developed and sup-
plied by foreign companies, which limits their availabil-
ity among Chinese technicians. Second, this problem is 
unlikely to be solved in a short time, resulting in the lim-
ited use of QEEG in China.

More efforts are needed to advance the development 
of this field, thereby pushing forward QEEG use in EEG 
practitioners in China.
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